Purpose/Objective: Regular set up audits facilitate the calculation of departmental margins and inform the action level and frequency of the IGRT required. They should be carried out whenever changes in the patient pathway are proposed such as considering margin reduction with IMRT (1). We employ a daily orthogonal kV imaging protocol with 'shift to zero' pre-treatment to ensure that the vertebral bodies (and skull) are within a 3mm tolerance. In other cases, where patient deformation does not permit a perfect match at all anatomical sites, the patient may be re-setup and re-imaged, or prioritisation given to matching to the high dose volumes closest to the OAR after discussion with the clinicians. In addition weekly CBCTs are acquired post kV imaging and prior to treatment. These are reviewed offline to examine PTV coverage and OAR avoidance. We present the set up data for a cohort of H/N patients using our imaging protocol to assess the residual error of the bone set up as quantified by the CBCT post kV imaging. Materials and Methods: The ARIA database was interrogated to extract 21 consecutive H/N IMRT patients who were verified with the standard imaging policy. Manual matched daily online kV imaging data was extracted from Aria (Varian Medical Systems). The weekly CBCT was co-registered offline (automatic rigid match) to the planning CT at the skull base, C1-C2, C3-C4 and C5-7 separately using region-specific ROIs. This data defined the residual set -up error of these regions. Population mean, systematic and random errors were calculated for measurements in each direction in Excel. Margins were suggested based on these data (2) and compared to departmental values. Results: The online kV data show that suitable margins in the vertical, longitudinal and lateral directions are 3.4mm, 4.1mm and 2.6mm respectively. However, even after a 'shift to zero' protocol, the offline CBCT registrations showed that margins of the order of 2-6mm may be required for different parts of the H/N anatomy and different directions (Table1). Margins of 2-6mm, 2-4mm, 2-3mm and 3-4mm would be required for the skull base, C1-C2, C3-C4 and C5-C7 respectively. In addition large mean differences in the rotation of the skull are also noted.
Conclusions:
This data has demonstrated that we are able to deliver complex IMRT within our departmental PRV of 5mm but is by no means approaching zero. Care must therefore be taken in reducing uncertainty margins. The complex changes in anatomical position seen clinically are reflected in the data with an example of this being the rotating of the skull towards the feet as the patient relaxes during treatment. This may be due in part is due to the non-reproducibility of the reference CT session and /or effect of iv contrast administration. However many factors, such as the ability to facilitate patient compliance, radiographer skill and training, and an effective imaging protocol, are required to produce effective and reproducible immobilisation.
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Improvement of tumor registration of regressing lung tumors during radiotherapy M. Ottenhof-Sanders 1 , M. Burgt-Buijs 1 , J. Knegjens 1 , P. Remeijer 1 , J.J. Sonke 1 1 NKI, Amsterdam, The Netherlands Purpose/Objective: Inoperable, locally advanced non-small cell lung cancer patients are commonly treated with (chemo-)radiotherapy (RT). In our department the carina is used as a surrogate for alignment of the patient anatomy during RT. After irradiation, an offline local rigid tumor registration is performed to quantify the residual tumor misalignment using a 3D shaped region of interest (mask) around the GTV ( figure  A, B , E, F). Tumor regression, however, challenges such automatic registration and manual adaptations are thus often necessary. The purpose of this study was to improve the automatic registration of such regressing tumors. Materials and Methods: Two registration methods were evaluated that both aim to accurately irradiate the volume occupied by the tumor at the start of treatment, i.e., no adaptations to account for shrinkage. The first registration method was designed for patients with tumors attached to
